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NATIONAL FOREWORD 

This Indian Standard (Part 1 -1 02) which is identical with IEC 61 1 96-1 -1 02 : 2005 'Coaxial communication 
cables — Part 1 -1 02: Electrical test methods — Test for insulation resistance of cable dielectric' issued by 
the International Electrotechnical Commission (IEC) was adopted by the Bureau of Indian Standards on the 
recommendation of the Wires, Cables, Waveguides and Accessories Sectional Committee and approval of 
the Electronics and Information Technology Division Council. 

The text of IEC Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice is to 
use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standard for which Indian Standard 
also exists. The corresponding Indian Standard which is to be substituted in its place is listed below along 
with its degree of equivalence for the edition indicated: 



International Standard 

IEC 61196-1 : 2005 Coaxial 
communication cables — Part 1: 
Generic specification — General, 
definitions and requirements 



Corresponding Indian Standard 

IS/IEC 61196-1 : 2005 Coaxial 
communication cables: Part 1 Generic 
specification — General, definitions and 
requirements 



Degree of Equivalence 
Identical 



Only English language text has been retained white adopting it in this Indian Standard and as such the 
page numbers given here are not the same as in the IEC publication. 



For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in 
accordance with IS 2 : 1 960 'Rules for rounding off numerical values {revised)' . The number of significant 
places retained in the rounded off value should be the same as that of the specified value in this 
standard. 
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Indian Standard 
COAXIAL COMMUNICATION CABLES 

PART 1-102 ELECTRICAL TEST METHODS —TEST FOR INSULATION 
RESISTANCE OF CABLE DIELECTRIC 

1 Scope 

This part of IEC 61196 applies to coaxial communication cables. It specifies test methods for 
determining the insulation resistance of coaxial cables. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. 
For dated references, only the edition cited applies. For undated references, the latest edition 
of the referenced document (including any amendments) applies. 

IEC 61 196-1:2005, Coaxial communication cables - Part 1: Generic specification - General, 
definitions and requirements 

3 Terms and definitions 

For the purposes of this document, the terms and definitions given in IEC 61 196-1 apply. 

4 Test for insulation resistance of dielectric 

4.1 Principle 

The purpose of the test is to determine the d.c. insulation resistance of the insulation material 
between the inner conductor and the outer conductor or screen or the d.c. insulation 
resistance of an insulating material between the outer conductor and additional screens or 
metallic elements of a cable. 

4.2 Test equipment 

A d.c. power supply >80 V d.c. and < 500 V d.c, unless otherwise specified. 

A megohmmeter with a range > 2-10 5 M£l. 

4.3 Preparation of test specimen 

The test shall be carried out on a delivery length of finished cable, after preconditioning at a 
temperature between 15 °C and 35 °C and checking of the continuity of the conductors. The 
conductor ends shall be stripped of insulation. 
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4.4 Procedure 



Unless otherwise specified, the insulation resistance shall be measured between inner and 
outer conductor and/or between the outer conductor and additional metallic elements. If it is 
not specified in the relevant cable specification, the test voltage shall be 500 V and the 
minimum period of electrification shall be 1 min. 

4.5 Expression of results 

The insulation resistance shall be expressed in M^km. When the test length differs from 
1 000 m, the measured value shall be corrected as follows: 

R = R m in M^km 



v m 



1 000 



where 



R is the corrected insulation resistance in M£}-km; 
R m is the insulation resistance 
/ is the cable length, in km. 



R m is the insulation resistance measured, in M£l 



5 Test report 

The test report shall give the following test conditions: 

- temperature, in °C; 

- CUT length, in m; 

- test voltage, in V 

and record the measured and the corrected value of the insulation resistance in M^km. 

6 Requirement 

The corrected value of the insulation resistance shall comply with that indicated in the 
relevant sectional or detail specification. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of the these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in the 
course of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are 
also reviewed periodically; a standard alongwith amendments is reaffirmed when such review indicates 
that no changes are needed; if the review indicates that changes are needed, it is taken up for revision. 
Users of Indian Standards should ascertain that they are in possession of the latest amendments or 
edition by referring to the latest issue of 'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc No.: LITD 06 (2071). 
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